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Abstract. This paper presents a ﬁrst statistical valida-
tion of tropospheric ozone products derived from measure-
ments of the IASI satellite instrument. Since the end of
2006, IASI (Infrared Atmospheric Sounding Interferometer)
aboard the polar orbiter Metop-A measures infrared spectra
of the Earth’s atmosphere in nadir geometry. This valida-
tion covers the northern mid-latitudes and the period from
July 2007 to August 2008. Retrieval results from four dif-
ferent sources are presented: three are from scientiﬁc prod-
ucts (LATMOS, LISA, LPMAA) and the fourth one is the
pre-operational product distributed by EUMETSAT (version
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4.2). The different products are derived from different algo-
rithms with different approaches. The difference and their
implications for the retrieved products are discussed. In or-
der to evaluate the quality and the performance of each prod-
uct, comparisons with the vertical ozone concentration pro-
ﬁles measured by balloon sondes are performed and lead to
estimates of the systematic and random errors in the IASI
ozone products (proﬁles and partial columns). A ﬁrst com-
parison is performed on the given proﬁles; a second com-
parison takes into account the altitude dependent sensitivity
of the retrievals. Tropospheric columnar amounts are com-
pared to the sonde for a lower tropospheric column (surface
to about 6km) and a “total” tropospheric column (surface to
about 11km). On average both tropospheric columns have
small biases for the scientiﬁc products, less than 2Dobson
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Units (DU) for the lower troposphere and less than 1DU
for the total troposphere. The comparison of the still pre-
operational EUMETSAT columns shows higher mean differ-
ences of about 5DU.
1 Introduction
Ozone is a key species in the photochemistry of the tropo-
sphereandisapollutantwithsigniﬁcantimpactonhealthand
agriculture (Seinfeld and Pandis, 1998). It is also an impor-
tant greenhouse gas with strong radiative forcing in the up-
per troposphere (Fishman et al., 1979). Monitoring of tropo-
spheric ozone is extremely important for the understanding
and quantiﬁcation of air pollution (including the possibility
to distinguish between local sources and long-range transport
of pollution) and to predict and engineer air quality at the lo-
cal and regional scales. Ozone concentrations are currently
measured at the surface level using national operational net-
works, furthermore vertical concentration proﬁles are mea-
sured at selected sites using meteorological balloon sondes.
In this context, satellite observations in nadir geometry are
very interesting because of their high spatial coverage, but
such observations are limited in terms of temporal coverage
(typically 1–2 measurements per day for a given location),
and they are particularly difﬁcult for tropospheric ozone be-
cause the stratospheric ozone layer contributes for the main
part of the ozone total column. Vertical resolution is there-
foreacrucialissueforsatellitemeasurementsoftropospheric
ozone.
The ﬁrst satellite measurements of tropospheric ozone
have been obtained from instruments measuring solar re-
ﬂected and backscattered light using residual techniques
(Fishman et al., 2003) but have limitations especially in mid-
and high latitudes. More recently, using atmospheric spec-
tra in the ultraviolet-visible from instruments like GOME
(Global Ozone Monitoring Experiment, Liu et al., 2005), tro-
pospheric ozone columns have been obtained but again with
little information in the mid- and high latitudes. It has been
demonstrated (Turquety et al., 2002; Coheur et al., 2005) that
atmospheric spectra in the thermal infrared can provide ac-
curate measurements of tropospheric ozone, with the addi-
tional advantage that measurements are also possible dur-
ing the night. In particular, the TES (Tropospheric Emis-
sion Spectrometer) instrument aboard the EOS-Aura satellite
has provided measurements of tropospheric ozone (Worden
et al., 2007) with ﬁrst applications to air quality modelling
(Jones et al., 2008) and climate (through an estimate of its
radiative forcing) (Worden et al., 2008). More recently, the
European IASI (Infrared Atmospheric Sounding Interferom-
eter) instrument aboard the Metop-A satellite (launched in
late 2006) has started with operational measurements in sum-
mer 2007. In contrast to TES, IASI has a very large spatial
coverage and is therefore well suited for measurements of
tropospheric ozone with an air quality focus. A ﬁrst study
of tropospheric ozone during the heat wave over Europe in
summer 2007 has been published very recently (Eremenko
et al., 2008), demonstrating the great potential of IASI mea-
surements for air quality applications.
In the paper, we present the ﬁrst detailed comparison of
tropospheric ozone products, obtained using different inver-
sion algorithms and methods, for the same IASI measure-
ment dataset, as well as the validation of these products using
vertical ozone concentration proﬁles obtained from balloon
sondes. This study is in particular important to identify pos-
sible systematic errors or biases in the available tropospheric
ozone products.
The paper is organised as follows: ﬁrst, after a short in-
troduction focusing on the IASI instrument, the different re-
trieval methods and inversion algorithms are presented and
discussed. The second part describes the in situ measure-
ments and the coincidence criteria used for the validations.
In the third part, the methods and results of the different com-
parisons are shown and discussed.
2 The IASI instruments on Metop
IASI (Infrared Atmospheric Sounding Interferometer, Cler-
baux et al., 2007) are nadir viewing Fourier-transform spec-
trometers designed for operation on the meteorological
Metop satellites (ESA/EUMETSAT). The ﬁrst instrument
was launched in orbit aboard the satellite Metop-A on 19
October 2006, and started operational measurements in June
2007. Two other IASI instruments will be launched in 2010
and 2015, respectively, with a nominal lifetime of 5 years.
IASI is a Michelson-type Fourier-transform spectrometer
with a maximal optical path difference of 2cm and a spec-
tral range from 645cm−1 to 2760cm−1. After apodisation
with a Gaussian function, a spectral resolution of 0.5cm−1 is
obtained. The instrument scans the Earth’s surface perpen-
dicular to the satellite’s ﬂight track with 15 individual views
on each side of the track. At the nadir point, the size of one
view is 50×50km. It consists of 4 individual ground pix-
els with 12km diameter each (at the nadir point), achieved
by using 4 detector pixels for each IASI channel. The maxi-
mum scan angle of 48.3 degrees from nadir equals a distance
of 1100km from the centre of the ground pixel to the ﬂight
track projection (sub-satellite point).
The polar sun-synchronous orbit of Metop crosses the
equator at two ﬁxed local solar times: 09:30a.m. (descend-
ing) and 09:30p.m. (ascending). The distance between two
successive overpasses is 25 degrees longitude, this equals
2800km at the equator and decreases towards the poles. For
latitudes higher than 45 degrees, the scanning ranges of two
successive overpasses overlap. This means that a location
like Paris (49◦ N) is covered by at least 2 overpasses per day.
Depending on where these overlap regions are located, up to
4 overpasses can occur. The EUMETSAT products of IASI
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distributed by EUMETCast are surface temperature, cloud
properties, vertical proﬁles of temperature and humidity, and
partial columns of ozone and several other trace gases.
3 The different retrieval approaches
The measured spectra of IASI (or any other spectrometer)
can be simulated by the use of an atmospheric radiative trans-
fer model. Based on the radiative transfer equation, the
spectral radiances that are measured by the instrument are
calculated with such a model taking into account the atmo-
spheric and instrumental parameters. A comparison of atmo-
spheric radiances calculated with different radiative transfer
models has been made previously by Tjemkes et al. (2003)
with the result of a generally good agreement in the spectral
range from 800–2600cm−1. The agreement of spectra cal-
culated with radiative transfer models compared to the mea-
sured spectra depends not only on the exact implementation
of the basic equations in the algorithms, but also on the at-
mospheric and instrumental parameters that are used in these
calculations.
To obtain the vertical ozone proﬁle from a given atmo-
spheric spectrum, the atmospheric radiative transfer equation
has to be inverted. There are two principal numerical ap-
proaches to perform this inversion.
The ﬁrst one is a full numerical method: the atmospheric
proﬁle predicted by the radiative transfer model is iteratively
adapted to minimise the (root mean squared) difference be-
tween the calculated and measured spectra. The minimi-
sation may be constraint by the smoothness of the proﬁle
(Tikhonov-Philips regularisation; Tikhonov, 1963; Phillips,
1962), by its closeness to a given a priori proﬁle (optimal es-
timation; Rodgers, 2000), or by a combination of both con-
straints. For each iteration step, the full radiative transfer has
to be calculated. This approach is time-consuming and does
not allow performing the inversion of IASI spectra in real
time (120 spectra in 8s) for the operational retrieval.
The second approach consists in a neural network: the net-
work is trained by spectra calculated from various different
atmospheric proﬁles, representative of the most common at-
mospheric conditions but also covering less probable cases,
with the aim of reproducing the columnar amounts. The
inversion of a given spectrum with the neural network is a
nonlinear interpolation of the training data set. Extreme at-
mospheric situations which were not covered by the training
dataset may lead to wrong columns, since the network per-
forms a nonlinear extrapolation. This problem is counterbal-
anced by the high calculation speed of this method. For this
reason, the neural network approach was chosen for the op-
erational data processing at EUMETSAT (Turquety, 2004).
Three research groups namely LATMOS, LISA and LP-
MAA have provided retrieved data sets of IASI products
(proﬁles and partial columns) at the location of the ozone
sonde stations. These kinds of products are usually referred
as scientiﬁc products because they are usually more precise
due to less constraint on the delivery time delay. The opera-
tional product delivered by EUMETSAT is also included in
the current study. In the following subsections we describe
brieﬂy the different retrieval approaches that were used in the
intercomparison of the ozone products of this study.
3.1 Retrieval at LATMOS
At LATMOS (Laboratoire Atmosph` eres, Milieux, Obser-
vations Spatiales, France), trace gases concentrations are
retrieved from the IASI spectra using different algorithms
(Clerbaux et al., 2009). For the ozone proﬁles, the ATMO-
SPHIT software (Clerbaux et al., 2005; Coheur et al., 2005)
is used. It contains ray tracing for various geometries, a
line-by-line radiative transfer model and an inversion scheme
that relies on the Optimal Estimation (OE) theory (Rodgers,
2000). A synthetic spectrum is computed in ATMOSPHIT
using either the line parameters or the absorption cross sec-
tions for heavier molecules, for which the line parameters
are not available. Both kind of parameters are taken from the
HITRAN 2004 (Rothman et al., 2005) database. The OE re-
trieval approach relies on a priori assumptions that determine
the linearisation point about which a retrieval is constrained.
This is known as a priori information, composed of a mean
state and an a priori covariance matrix, which has to repre-
sent the best statistical knowledge of the state prior to the
measurements.
The ozone a priori proﬁle and the covariance matrix are
derived from a set of radiosonde measurements from all over
the globe (available data during the period 2004–2008) con-
nected to the UGAMP monthly climatology (Li and Shine,
1995) above 30–35km. It is thus representative of the global
and annual ozone variability.
A full description of the retrieval set-up is provided in
Boynard et al. (2009). Temperature proﬁles used in the in-
version process are bi-linear interpolation of ECMWF tem-
perature ﬁelds on the IASI observation pixels.
LATMOS retrievals cover the entire period, but have not
been performed for all stations (see Table 2).
3.2 Retrieval at LISA
The retrieval of ozone proﬁles from IASI spectra at
LISA (Laboratoire Interuniversitaire des Syst` emes Atmo-
sph´ eriques, France) is performed with the radiative trans-
fer model KOPRA (Karlsruhe Optimised and Precise Radia-
tive transfer Algorithm, Stiller et al., 2000) and its numerical
inversion module KOPRAFIT. KOPRA was developed for
the retrieval of spectra of the MIPAS instrument aboard EN-
VISAT (Fischer et al., 2008). Recently it has also been ap-
plied to the analysis of spectra measured with IASI on Metop
(Eremenko et al., 2008). The atmospheric proﬁles are calcu-
lated on a vertical grid of 1km below 40km and 2km above.
To achieve maximal information content in the troposphere,
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Table 1. Summary of the properties of the retrievals used by the three teams
LATMOS LISA LPMAA
Radiative Transfer Model and Retrieval approach
RTM ATMOSPHIT KOPRA/KOPRAFIT LARA
Type Line-by-line Line-by-line Line-by-line
Regularisation method OEM altitude dependent TP OEM
Retrieval grid (altitude) every 2km up to 41km Every km up to 40km, Every km up to 20km,
every 2km above every 2km between 20 and 30km,
every 5km above
Spectroscopic database Hitran 2004 Hitran 2004 Hitran 2004
Spectral window(s) 1025–1075cm−1 7 in [975–1100cm−1]a 970–1100cm−1
A priori information ozonesonde proﬁles below 30–35km climatology climatology
UGAMP climatology above McPeters et al., 2007 McPeters et al., 2007
Auxiliary information
Surface temperature Simultaneously ﬁtted Fitted prior to the ozone retrieval Simultaneously ﬁtted
Temperature proﬁle ECMWF Fitted prior to the ozone retrieval ECMWF
using ECWMF as a priori
Interferers
− CO2 proﬁle simultaneously ﬁtted ﬁxed ﬁxed
− H2O proﬁle simultaneously ﬁtted spectral windows selection column simultaneously ﬁtted
to discard H2O lines
Retrieval characteristics
Degrees of Freedomb
− total 1.5–2.8 2.4–3.5 3.7
− surface–6km 0.1–0.3 0.3–0.6 0.5
− surface–11km 0.3–0.8 0.9–1.2 1.2
− surface–14km 0.6–1.2 1.1–1.7 1.7
a only the six strong water lines are discarded.
b The ranges provided for the DOFs are derived from the two typical cases (cold and warm surface temperature) displayed in Fig. 1, for
LISA and LATMOS. For LPMAA, the DOFs are for the warm surface case.
the regularisation was adapted to the atmospheric weighting
function and the IASI viewing geometry. Here, a combi-
nation of zero, ﬁrst and second order Thikonov constraints
with altitude-dependent coefﬁcients similar to Kulawik et al.
(2006) was employed. These coefﬁcients were optimised us-
ing a simplex method (Nelder and Mead, 1965) to both max-
imise the Degrees of Freedom (DOF) of the retrieval (Steck,
2006) in the troposphere and to minimise the total error of
the retrieved proﬁle.
The analysis of IASI data at LISA is performed in three
steps (with ozone being the last step): the ﬁrst step is the
retrieval of the effective surface temperature. Note that the
radiance reaching the top of the atmosphere is not necessar-
ily from the surface, but may be inﬂuenced by water vapour
and dust or aerosol in the boundary layer. To estimate the
background radiance, a blackbody with emissivity equal to
1 was assumed and its temperature was retrieved at 11µm
close to the ozone band used in the retrieval. In the second
step, the atmospheric temperature proﬁle is retrieved using
the CO2 band around 15µm and the ECMWF proﬁles as a
priori. Finally, in the third step, the ozone proﬁle retrieval is
performed in the 975–1100cm−1 spectral region using seven
microwindows that exclude strong water lines. For all gases,
the spectroscopic parameters in the HITRAN 2004 database
were used. The a priori information was constructed using
the climatology of McPeters et al. (2007).
Before all retrievals, the IASI spectra are ﬁltered for cloud
contamination, and only spectra for clear sky conditions are
used in the intercomparison data set. After their retrieval, the
ozone proﬁles are screened for nonphysical shapes.
For more details on the retrieval, especially on regulari-
sation and error estimation, the reader should refer to Ere-
menko et al. (2008).
LISA retrievals cover the entire period and all stations
listed in Table 2.
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3.3 Retrieval at LPMAA
LPMAA (Laboratoire de Physique Mol´ eculaire pour
l’Atmosph` ere et l’Astrophysique, France) Atmospheric Re-
trieval Algorithm (LARA) which has been developed over
the years is a home made radiative transfer model associ-
ated with an inversion algorithm. The corresponding soft-
ware has been used to analyse atmospheric spectra recorded
using, ground-based, balloon- or satellite-borne experiments,
both in absorption or emission mode, and for the limb or
nadir geometry. LARA has been used to perform simulations
of atmospheric spectra for the preparation of satellite exper-
iments and for assessing the information content expected
from instruments with different characteristics.
The algorithm LARA allows the simultaneous inversion
of spectra in several windows for the joint retrieval of ver-
tical proﬁles (or slant column densities) of various species
(Payan et al., 1998). Surface temperature and emissivity,
andifneededinstrumentallineshapeorinstrumentalspectral
shift may be ﬁtted together with the species.
The LPMAA retrieval algorithm includes an accurate line-
by-line radiative transfer model and an efﬁcient minimisation
algorithm of the Levenberg-Marquardt type. The optimal es-
timation method is used for the retrieval process. The full
error covariance matrix is calculated within the retrieval pro-
cess. The forward model (i.e. the radiative transfer model)
uses molecular parameters which are mainly extracted from
the HITRAN 2004 database. Individual line shapes are cal-
culated with a Voigt proﬁle based on the Lorentzian param-
eters listed in the spectroscopic database and the line shift-
ing coefﬁcient can be used when non-zero in HITRAN 2004.
Thecalculationisaccountingforthewatervapourcontinuum
(Cloughetal.,2005)aswellaswatervapourself-broadening.
The reﬂected downward ﬂux and the reﬂected or diffused
sunlight are modelled.
For the present work, the algorithm was tailored to the
speciﬁcities of the IASI spectra and geometry. Surface emis-
sivity has been ﬁxed to one, while surface temperature has
been retrieved together with the ozone proﬁle.
LPMAA retrievals cover the summer (JJA) 2007 and two
European mid-latitude stations (see Table 2).
3.4 Retrieval at EUMETSAT
TheneuralnetworkusedforozoneatEUMETSATisoffeed-
forward type with two hidden layers. From selected channels
intheinputlayeritderives4partialozonecolumnsintheout-
put layer. The partial columns span 1050–478.54hPa, 1050–
222.94hPa, 1050–132.49hPa, and 1050–0.005hPa, respec-
tively. The two ﬁrst columns cover only the troposphere,
whereas the last one is the total column. We refer to Tur-
quety (2004) and EUMETSAT (2004) for more details.
The training data set is the essential core for the result-
ing quality of the retrieval. The learning base was made of
a collection of atmospheric state vector and their associated
synthetic spectra computed with the forward model RTIASI
(Matricardi and Saunders, 2007). The various atmospheric
cases were sampled in the Chevallier database (Chevallier,
2001), to which different scan angles and solar elevations
were randomly associated in order to equally cover all ex-
pected geographical and geometrical combinations.
Thetargetaccuracyforthepartialcolumnswassetto28%,
15%, 9%, and 2.5%, respectively for cloud-free conditions.
The algorithm is able to treat optically thin clouds, neverthe-
less concerned columns are ﬂagged. We decided to exclude
columns ﬂagged as (partially) cloudy in the comparison, to
avoid the question, whether differences in the ozone columns
derive from the ozone or the cloud treatment.
Ozone columns are available from 26 February 2008 on-
going, but only for pixels with odd numbers.
Until the morning overpass on June 10, 2008, there was
an error in the EumetCast transmitted data. The scaling of
the ozone columns was wrong by exactly a factor of ten. We
corrected this before the comparison.
Until 11 August 2008, the retrieval version was v4.2, the
successive version v4.3 was trained with a new data set (Au-
gust et al., 2008). We limited therefore the comparison on
version v4.2. Until now, for the validation of v4.3, there are
not enough sonde measurements available.
3.5 Discussion on the different methods
The neural network approach and the numerical approach are
intrinsically different. The neural network acts as a super-
interpolator within the training dataset. The retrieval is then
more or less the selection of the best matching proﬁle from
the training dataset and is meaningful only within the range
of this dataset. The numerical approaches are based on con-
strained least square ﬁts (ill-posed problem) and give satis-
factory results if the solution is not too far from the a pri-
ori. The choice of the constraint and the a priori informa-
tion are key factors in the ﬁnal quality and performances of
the method, independently of the sensitivity and the noise
of the instrument and the measurement type. In the current
paper, two different types of constraint are used by the dif-
ferent groups. Table 1 summarises the characteristics and
the conditions of the different retrieval approaches. The ﬁrst
approach is the well known optimal estimation method used
by LATMOS and LPMAA. In this method, the constraint is
based on the best a priori knowledge of the state of the atmo-
sphere before the observations. The strength of the constraint
is determined by the a priori known variability of the ozone
proﬁles in our speciﬁc case. This is mainly the values of the
ozone concentration at the altitudes of the retrieval grid that
are constrained. The a priori proﬁle and its associated co-
variance matrix are usually derived from climatologies (Ta-
ble 1). This set-up of the constraint is the major difference
between the retrievals at LATMOS and LPMAA. The second
approach, used at LISA, is based on an altitude-dependent
Tikhonov-Philipps regularisation. The constraint matrix is a
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Fig. 1. Comparison of the diagonals of the averaging kernel ma-
trix of different proﬁle retrieval approaches on a common grid (see
Eq. 1). As examples we chose a cold case (surface temperature
about 262K) and a warm case (297K) around the station in Linden-
berg, Germany. For the retrieval at LPMAA, we present the mean
averaging kernels for the summer 2007 period, which correspond
to the warm case. In parentheses we give the DOF for the column
from the surface up to 11km.
where A is the averaging kernel matrix on the original (ﬁner)
grid and W is the operator for linear interpolation from the
coarse grid to the ﬁner grid. The left side term ˜ A in Eq. (1)
is an optimal approximated averaging kernel matrix. Fig-
ure 1 illustrates that the retrievals of the three groups are
highly sensitive in the lower stratosphere and upper tropo-
sphere, and that they have a weaker sensitivity in the lowest
part of the troposphere, especially close to the surface. In
the case of the LISA retrievals, the constraint has been opti-
mised to give the maximum of freedom in the lower tropo-
sphere (keeping reasonable errors) and is therefore weaker
compared to the constraint used in the LATMOS retrievals:
The DOF for the tropospheric column from the surface up to
11km (Table 1) are signiﬁcantly higher for LISA (0.9–1.2)
than for LATMOS (0.3–0.8). Figure 1 also illustrates the
dependence of the retrieval sensitivity on surface tempera-
ture and the thermal contrast: the higher they are, the larger
is the sensitivity, especially in the lower troposphere. The
retrieval at LPMAA has also a weak constraint, compared to
the retrieval at LATMOS. This results in DOFs as high as
those of the retrieval at LISA, but with a smaller sensitivity
in the lower troposphere compared to LISA retrievals. The
presented LPMAA retrieval is only for high surface tempera-
tures in summer. The DOF for the tropospheric column from
the surface up to 11km are 1.2 for LPMAA and also 1.2 for
the hot case of LISA. Table 1 lists the DOF also for the total
and the other partial columns.
The errors on the proﬁle and on the different partial
columns have been estimated for the different northern mid-
latitude bands. They include the contribution of the uncer-
tainty in the spectroscopic parameters, of the uncertainty in
the temperature proﬁle, the contribution due to the measure-
ment noise, and the contribution due to the smoothing. In
the troposphere, the 1-σ total error ranges between 20 and
40%. The error on each retrieved concentration translates to
a total error onto the partial columns that ranges between 15
and 30% for the surface–6km column, between 10 and 15%
for the surface–11km column, and between 5 and 15% for
the surface–14km column. The total error is similar for the
different groups.
There are some differences in the conditions and the aux-
iliary data used by the different groups that could imply dif-
ference in the retrieval results (Table 1). First, the spectral
window used for the retrieval is either one window (LAT-
MOS, LPMAA) or divided in several windows (LISA). In
the latter case, the spectral regions with the strongest water
vapour lines are discarded to avoid misﬁt whereas in the for-
mer case, the water vapour lines are ﬁtted simultaneous with
ozone. The simultaneous ﬁt should avoid any misrepresen-
tation of the water vapour lines and then should not add any
additional perturbation in the retrieval of ozone. The two ap-
proaches are then similar for the ozone retrievals. For the
retrieval, the information concerning the surface temperature
and the temperature proﬁle is necessary. Depending on the
group, the surface temperature is either retrieved in a prelim-
inary step (LISA) or during the ozone retrieval (LATMOS,
LPMAA). The two approaches are similar as the main aim
of this ﬁt is to determine the baseline of the spectra (that is
ﬁnely adjusted during the ozone retrieval at LISA). The tem-
perature proﬁles used are either extracted from ECMWF and
interpolated at the location of the observation (LATMOS,
LPMAA) or retrieved in a ﬁrst step, based on the same in-
terpolated ECMWF a priori (LISA). Comparisons between
the different temperature proﬁles show an agreement within
1-2 K in the troposphere. Note that this error is mainly ran-
domly distributed. The calculation of the error budget with
a constant bias of 1 K (that gives an upper limit of the tem-
perature uncertainty impact) shows that the error related to
the temperature proﬁle uncertainty contributes for about 5%
of the total error. The difference in the temperature proﬁles
used for the ozone retrieval by the different groups should
then have only a slight effect and the random character of the
error should not affect signiﬁcantly the comparisons.
4 Ozone sonde proﬁles
Ozone sondes are in situ instruments which are taken from
ground up to the stratosphere (until 30km or even higher)
Fig. 1. Comparison of the diagonals of the averaging kernel ma-
trix of different proﬁle retrieval approaches on a common grid (see
Eq. 1). As examples we chose a cold case (surface temperature
about 262K) and a warm case (297K) around the station in Linden-
berg, Germany. For the retrieval at LPMAA, we present the mean
averaging kernels for the summer 2007 period, which correspond
to the warm case. In parentheses we give the DOF for the column
from the surface up to 11km.
combination of the zero, ﬁrst and second derivatives com-
bined with optimised altitude-dependent coefﬁcients. The
strength of the constraint, through these coefﬁcients, is de-
ﬁned in order to keep a physical sense to the solution with
the best compromise between optimised degrees of freedom
and minimised errors. The shape of the proﬁle is also con-
strained with this method.
The averaging kernels (i.e. the rows of the averaging ker-
nel matrix A) characterise the sensitivity of the retrieved pro-
ﬁles on the true state of the atmosphere. The choice of the
retrieval approach can slightly modify the sensitivity, but not
the general characteristics of the inversion and of the aver-
aging kernel matrix that are driven by the instrumental noise
and the observation geometry. In Fig. 1 we show the diag-
onals of typical averaging kernel matrices for the different
retrieval methods involved in this work. To make the values
comparable, we transformed the averaging kernel matrix of
the LISA and LPMAA retrievals onto the LATMOS-altitude-
grid, using Eq. (1) (von Clarmann and Grabowski, 2007):
˜ A=
 
WtW
−1
WtAW (1)
where A is the averaging kernel matrix on the original (ﬁner)
grid and W is the operator for linear interpolation from the
coarse grid to the ﬁner grid. The left side term ˜ A in Eq. (1)
is an optimal approximated averaging kernel matrix. Fig-
ure 1 illustrates that the retrievals of the three groups are
highly sensitive in the lower stratosphere and upper tropo-
sphere, and that they have a weaker sensitivity in the lowest
part of the troposphere, especially close to the surface. In
the case of the LISA retrievals, the constraint has been opti-
mised to give the maximum of freedom in the lower tropo-
sphere (keeping reasonable errors) and is therefore weaker
compared to the constraint used in the LATMOS retrievals:
The DOF for the tropospheric column from the surface up to
11km (Table 1) are signiﬁcantly higher for LISA (0.9–1.2)
than for LATMOS (0.3–0.8). Figure 1 also illustrates the de-
pendence of the retrieval sensitivity on surface temperature
and the thermal contrast: the higher they are, the larger is
the sensitivity, especially in the lower troposphere. The re-
trieval at LPMAA has also a weak constraint, compared to
the retrieval at LATMOS. This results in DOFs as high as
those of the retrieval at LISA, but with a smaller sensitivity
in the lower troposphere compared to LISA retrievals. The
presented LPMAA retrieval is only for high surface tempera-
tures in summer. The DOF for the tropospheric column from
the surface up to 11km are 1.2 for LPMAA and also 1.2 for
the hot case of LISA. Table 1 lists the DOF also for the total
and the other partial columns.
The errors on the proﬁle and on the different partial
columns have been estimated for the different northern mid-
latitude bands. They include the contribution of the uncer-
tainty in the spectroscopic parameters, of the uncertainty in
the temperature proﬁle, the contribution due to the measure-
ment noise, and the contribution due to the smoothing. In
the troposphere, the 1-σ total error ranges between 20 and
40%. The error on each retrieved concentration translates to
a total error onto the partial columns that ranges between 15
and 30% for the surface–6km column, between 10 and 15%
for the surface-11km column, and between 5 and 15% for
the surface-14km column. The total error is similar for the
different groups.
There are some differences in the conditions and the aux-
iliary data used by the different groups that could imply dif-
ference in the retrieval results (Table 1). First, the spectral
window used for the retrieval is either one window (LAT-
MOS, LPMAA) or divided in several windows (LISA). In
the latter case, the spectral regions with the strongest water
vapour lines are discarded to avoid misﬁt whereas in the for-
mer case, the water vapour lines are ﬁtted simultaneous with
ozone. The simultaneous ﬁt should avoid any misrepresen-
tation of the water vapour lines and then should not add any
additional perturbation in the retrieval of ozone. The two ap-
proaches are then similar for the ozone retrievals. For the
retrieval, the information concerning the surface temperature
and the temperature proﬁle is necessary. Depending on the
group, the surface temperature is either retrieved in a prelim-
inary step (LISA) or during the ozone retrieval (LATMOS,
LPMAA). The two approaches are similar as the main aim
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of this ﬁt is to determine the baseline of the spectra (that is
ﬁnely adjusted during the ozone retrieval at LISA). The tem-
perature proﬁles used are either extracted from ECMWF and
interpolated at the location of the observation (LATMOS,
LPMAA) or retrieved in a ﬁrst step, based on the same in-
terpolated ECMWF a priori (LISA). Comparisons between
the different temperature proﬁles show an agreement within
1–2K in the troposphere. Note that this error is mainly ran-
domly distributed. The calculation of the error budget with
a constant bias of 1K (that gives an upper limit of the tem-
perature uncertainty impact) shows that the error related to
the temperature proﬁle uncertainty contributes for about 5%
of the total error. The difference in the temperature proﬁles
used for the ozone retrieval by the different groups should
then have only a slight effect and the random character of the
error should not affect signiﬁcantly the comparisons.
4 Ozone sonde proﬁles
Ozone sondes are in situ instruments which are taken from
ground up to the stratosphere (until 30km or even higher) by
a rubber balloon ﬁlled with hydrogen. Besides of the electro-
chemical ozone sensor, most sondes are equipped with GPS
(for altitude information) and with temperature and humidity
sensors. The high vertical resolution of the measured proﬁles
of about 5m is reduced in the stored ﬁles to 250m for most
sondes. The accuracy of the measured ozone concentrations
is quoted as about ±(5–10)% (Deshler et al., 2008; Smit et
al., 2007; Thompson et al., 2003). A major error source is
related to the pump-ﬂow dependence on outside pressure. To
quantify this error contribution, the ozone total column cal-
culated from the measured ozone proﬁles is compared with a
nearby UV-spectrometer measurement, either ground-based
or satellite-based. All Japanese, German, and Belgian ozone
sonde proﬁles are multiplied with a correction factor (CF),
deﬁned as the ratio of the two columns.
As the error in the pump-ﬂow increases for low pressures,
thismethodcorrectsthestratosphericvaluesbutmaydegrade
the tropospheric values (Smit et al., 2007). In the present
paper, both types of sonde data were used: “corrected” and
“uncorrected” ones. No selection of the ’uncorrected’ sonde
proﬁles due to the correction factor was made, because the
discrepancies between the two columns should mainly occur
in the stratosphere. Only sonde proﬁles that were corrected
by more than 15% were rejected since this large correction
may also have affected the tropospheric values.
Because the sondes never reach the top of the atmosphere,
an assumption for the remaining part of the proﬁle has to be
made to calculate the ozone total column. In the literature
(as in the used ozone sonde data), two different approaches
are reported: the extrapolation of the proﬁle based on con-
stant mixing ratio (CMR), or the use of the SBUV satellite
climatology of McPeters et al. (2007). The advantage of
the ﬁrst method is the individual treatment of each sonde,
whereas the second method may be more accurate on aver-
age (Thompson et al., 2003). If the sonde data already in-
cludesatotalcolumnestimatethisvaluewasusedhere, butin
case the ozone total column was not given, the CMR method
was used. For sonde data where the correction factor was
not given, it was calculated from the comparison with daily
measured(Level-3)columnsoftheOzoneMonitoringInstru-
ment (OMI) aboard the NASA EOS-Aura satellite, which are
available at ftp://toms.gsfc.nasa.gov/pub/omi/data/ozone. In
Table 2 we give the averaged correction factor for each sonde
station.
For the sondes used here, three different types of ozone
sensors are employed. Most sondes use electrochemical con-
centration cells (ECC), which measure the oxidation of a
potassium iodide (KI) solution by the ozone in the ambi-
ent air. The Japanese sondes utilise modiﬁed electrochem-
ical concentration cells with carbon anodes (carbon-iodine,
KC). The proﬁles of these KC sondes are always corrected
by a nearby UV-measured total column. The ozone son-
des launched at Hohenpeißenberg are equipped with Brewer-
Mast (BM) sensors, which are also based on the oxidation of
potassium iodide. As for the Japanese sondes, the proﬁles at
Hohenpeißenberg and the proﬁles at Uccle and Lindenberg
(both ECC sensors) are always corrected with a nearby total
column measurement. The proﬁles of the other sondes are
left unchanged. A more detailed description of the ozone
sonde principles can be found at http://www.fz-juelich.de/
icg/icg-2/josie/ozone sondes/.
The sondes used in this paper are taken from three
archives, namely (1) the World Ozone and Ultraviolet
Data Center (WOUDC) (http://www.woudc.org), (2) the
Global Monitoring Division (GMD) of NOAA’s Earth Sys-
tem Research Laboratory (http://www.esrl.noaa.gov/gmd),
and (3) NILU’s Atmospheric Database for Interactive Re-
trieval (NADIR) at Norsk Institutt for Luftforskning (NILU)
(http://www.nilu.no/nadir/).
5 Selection criteria
The dense spatial coverage of IASI gives us the possibility
to use a rather tight coincidence criterium: the footprints of
the compared proﬁles must be inside a square of ±110km
side length (±1 degree latitude) around the sonde station.
On the contrary, the low frequency of overpasses (two per
day) leads to a relatively loose temporal overlap criterium:
the time of the IASI measurement must be within 12 hours
from the sonde measurement. Note that both these criteria
are in agreement with the wide range of coincidence crite-
ria found in the literature (Cortesi et al., 2007; Dupuy et al.,
2009; Nassar et al., 2008). The number of spectra that fulﬁll
the coincidence criteria for one overpass can reach 26 (for a
nadir angle of zero degree).
Besides the coincidence with the ozone sonde, IASI spec-
tra that were used in the comparisons presented below had
www.atmos-chem-phys.net/9/9329/2009/ Atmos. Chem. Phys., 9, 9329–9347, 20099336 C. Keim et al.: IASI tropospheric ozone validation
Table 2. Summary of all sounding stations used in this study.
Name archive latitude longitude altitude sensora correction appliedb used coin-
factorc cidencesd
mid-latitude sondes
Boulder (Colorado, USA) GMD 40.0N 105.2W 1743m ECC 0.98 no 35
Payerne (Switzerland) NADIR 46.8N 7.0E 491m ECC 1.01 no 99
STN012 (Sapporo, Japan) WOUDC 43.1N 141.3E 26m KC-96 0.99 yes 32
STN014 (Tateno, Japan) WOUDC 36.1N 140.1E 31m KC-96 0.96 yes 46
STN107 (Wallops Island, USA) WOUDC 37.9N 75.5W 13m ECC 1.00 no 28
STN174e (Lindenberg, Germany) WOUDC 52.2N 14.1E 112m ECC 0.98 yes 57
STN221 (Legionowo, Poland) WOUDCf 52.4N 21.0E 96m ECC 0.98 no 48
STN308 (Barajas, Spain) WOUDC 40.5N 3.6W 631m ECC 0.98 no 46
STN318e (Valentia Obs., Ireland) WOUDC 51.9N 10.2W 14m ECC 0.93 no 58
midlatitude sondes
(not processed by LATMOS)
De Bilt (The Netherlands) NADIR 52.1N 5.2E 4m ECC 1.02 no 43
Hohenpeißenberg (Germany) NADIR 47.8N 11.0E 976m BM 1.07 yes 72
Lerwick (Shetland, Great Britain) NADIR 60.1N 1.2W 82m ECC 1.00 no 71
Sodankyl¨ a (Finland) NADIR 67.4N 26.6E 179m ECC 1.00 no 79
Uccle (Belgium) NADIR 50.8N 4.4E 100m ECC 0.97 yes 107
a ECC: electrochemical cell, KC: modiﬁed Japanese ECC (see text), BM: Brewer-Mast;
b indicates, whether the correction factor was applied to the measured ozone proﬁles;
c the ratio between ozone total columns measured by a UV-spectrometer; and by the ozone sonde, averaged over all used coincidences;
d number of all cloud-free coincidences between IASI and sondes which are used in the comparison;
e these two sondes are processed by LPMAA;
f from 1 May 2008 on, the sonde data was taken from NADIR.
to fulﬁll other criteria as well: ﬁrst of all, only spectra that
passed the cloud-ﬁlter (different for all teams) were used.
Also, only spectra with nadir angles lower than 32 degree
were used to produce equal databases for all retrieval ap-
proaches involved. Finally, the number of selected spectra
were limited to 9 per coincidence, since this gives a sufﬁ-
cient statistic and reduces computation time. If more than 9
spectra passed all ﬁlters, those with the highest surface tem-
peratures were selected. These spectra show typically the
best thermal contrast. To have sufﬁcient statistics, only co-
incidences with four or more spectra passing all ﬁlters were
used.
The selection of ozone sondes here is limited on those
stations where proﬁles were available for the entire valida-
tion period. However, the number of stations in the tropics
is very limited and for the existing proﬁles, the coincident
IASI spectra are strongly affected by clouds. We therefore
decided to concentrate the present study on northern mid-
latitudes (30◦ N–70◦ N latitude). Table 2 gives a summary
of all sounding stations, their location, some details on the
measurements, and the number of coincidences.
6 Comparison methodology
Inthissectionwedescribethecomparisonbetweentheozone
proﬁles from IASI (retrieved by the different teams presented
in section 3) with the proﬁles measured by balloon sondes
(that are assumed to be a good estimate of the real state of
the atmosphere). We also introduce the derivation of col-
umn amounts from the in situ measured and remotely sensed
(IASI) proﬁles.
Following the formalism of Rodgers (2000), the retrieved
proﬁle is ˆ z:
ˆ z=xa+A(x−xa)+z (2)
with x the true state of the atmosphere, A the averaging ker-
nel matrix, and xa the a priori proﬁle. The term z sums
all errors due to the forward model, the linearisation of the
problem and the measurement.
The proﬁle xs measured by the balloon sondes and resam-
pled on the retrieval grid, following Eq. (6), consists of the
true atmospheric proﬁle x associated with a measurement er-
ror s.
xs =x+s (3)
We compare now the balloon sonde proﬁle xs with the
retrieved IASI proﬁle ˆ z. The difference (ˆ z−xs) contains
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not only error terms, but is strongly dependent on the atmo-
spheric proﬁle, the a priori assumptions and the averaging
kernels. Moreover, the compared proﬁles do not have similar
vertical resolution and do not have similar sensitivity to the
different parts of the atmosphere. To get rid of these depen-
dencies and of these vertical resolution differences, we trans-
form the sonde measurement in a pseudo retrieved proﬁle ˆ x
(Eq. 2).
ˆ x =xa+A(xs −xa) (4)
This operation can be assimilated to a convolution by the
averaging kernels. The proﬁle ˆ x can then be seen as the true
proﬁle that should be retrieved by the retrieval method asso-
ciated with the averaging kernels A.The difference with the
actual retrieved proﬁle characterises the performance of the
retrieval. However, this proﬁle ˆ x, contrary to xs, contains a
part ofthe a priori information. In theextreme case where the
observation is not sensitive to the part of the atmosphere con-
sidered and then does not bring any information (A would be
zero), the transformation of Eq. (4) leads to replace the sonde
proﬁle (representing the true state of the atmosphere) by the
a priori proﬁle. Similarly the retrieved proﬁle corresponds to
the a priori proﬁle in this speciﬁc case and the comparison
between the two proﬁles would show a perfect agreement.
The extreme situations with A equal to zero or equal to the
identity matrix does not occur in the IASI retrievals. The
IASI spectra do not provide sufﬁcient information to verti-
cally resolve the ozone proﬁle on a ﬁne altitude grid, and
then we are in an intermediate situation with the proﬁle ˆ x
being partly contaminated by the a priori information. The
different values of A for the different teams as illustrated in
Fig. 1 show different degrees of contamination. One must
be careful with the interpretation of the comparison between
the retrieved and the sonde proﬁles and keep in mind this
bad-side effect of the convolution by the averaging kernels
that can improve artiﬁcially the comparison. That is why we
compare the retrieved ozone products to both the convolved
sonde products and the raw sonde products in the following.
Finally, the difference between the pseudo retrieved pro-
ﬁle ˆ x and the retrieved proﬁle ˆ z is an error term, containing
only the errors in the retrieval z and the errors in the sonde
measurement s.
ˆ z− ˆ x = (xa+A(x−xa)+z)
−(xa+A(x+s −xa))
= z−As (5)
Making the average over a large number of comparisons
separates this error term in its systematic and its random part.
The average is an estimate for the systematic error, whereas
the standard deviation is an estimate for the random error.
The comparison of volume mixing ratio proﬁles (see
Figs. 4a, 4b, 5a, 5b) is performed on the individual retrieval
grid of the teams.
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the a priori proﬁle in this speciﬁc case and the comparison
between the two proﬁles would show a perfect agreement.
The extreme situations with A equal to zero or equal to the
identity matrix does not occur in the IASI retrievals. The
IASI spectra do not provide sufﬁcient information to verti-
cally resolve the ozone proﬁle on a ﬁne altitude grid, and
then we are in an intermediate situation with the proﬁle ˆ x
being partly contaminated by the a priori information. The
different values of A for the different teams as illustrated in
Fig. 1 show different degrees of contamination. One must
be careful with the interpretation of the comparison between
the retrieved and the sonde proﬁles and keep in mind this
bad-side effect of the convolution by the averaging kernels
that can improve artiﬁcially the comparison. That is why we
compare the retrieved ozone products to both the convolved
sonde products and the raw sonde products in the following.
Finally, the difference between the pseudo retrieved pro-
ﬁle ˆ x and the retrieved proﬁle ˆ z is an error term, containing
only the errors in the retrieval ²z and the errors in the sonde
measurement ²s.
ˆ z − ˆ x = −(xa + A(x − xa) + ²z)
(xa + A(x + ²s − xa))
= ²z − A²s (5)
Making the average over a large number of comparisons
separates this error term in its systematic and its random part.
The average is an estimate for the systematic error, whereas
the standard deviation is an estimate for the random error.
The comparison of volume mixing ratio proﬁles (see
Figs. 4a, 4b, 5a, 5b) is performed on the individual retrieval
grid of the teams.
For the comparison of the “tropospheric” columns, we
integrated the pseudo retrieved proﬁle ˆ x from the surface
up to 222.94hPa to create the sonde column. The proﬁles
retrieved by each team were also integrated from the surface
up to 222.94hPa to give the IASI column. The same steps
were performed for the columns from the surface up to
478.54hPa and 132.49hPa. These three columns are cho-
sen because they correspond to the columns operationally
distributed by EUMETSAT.
Note that for the comparison with the results of the neu-
ral network at EUMETSAT, no a priori proﬁles or averag-
ing kernels are available. But as the network was trained
to reproduce the real column amounts from the surface up
to 222.94hPa, we compared the retrieved columns with the
integrated raw sonde proﬁle also from the surface up to
222.94hPa. We similarly calculated the columns from the
surface up to 478.54hPa and 132.49hPa.
6.1 Grid change from the ﬁne sonde grid to the coarse re-
trieval grid
The retrievals are performed on a coarse grid, compared to
the sonde measurement. Therefore one cannot use the raw
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sonde measurement xS,raw for xS in Eq. (2). Following
Rodgers (2000) we best approximate the sonde using Eq. (6).
xS =
¡
WtW
¢−1
WtxS,raw (6)
where xS,raw is the measured sonde proﬁle and W is the
operator for linear interpolation from the coarse retrieval grid
to the ﬁner sonde grid. The left side term xS in Eq. (6) is an
optimal approximated sonde proﬁle on the retrieval grid.
Fig. 2. Bad-side effect of the convolution of the sonde proﬁles,
shown for a selected case for LISA and LATMOS. For low values
in the averaging kernel, the convolved proﬁle is pulled towards the
a priori proﬁle.
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For the comparison of the “tropospheric” columns, we in-
tegrated the pseudo retrieved proﬁle ˆ x from the surface up
to 222.94hPa to create the sonde column. The proﬁles re-
trieved by each team were also integrated from the surface up
to 222.94hPa to give the IASI column. The same steps were
performed for the columns from the surface up to 478.54hPa
and 132.49hPa. These three columns are chosen because
they correspond to the columns operationally distributed by
EUMETSAT.
Note that for the comparison with the results of the neu-
ral network at EUMETSAT, no a priori proﬁles or averag-
ing kernels are available. But as the network was trained
to reproduce the real column amounts from the surface up
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Fig. 4a. Comparison between averages of retrieved IASI-proﬁles (red), interpolated sonde (black), and AK-smoothed sonde (blue) for
two European stations: Valentia(Ireland) and Lindenberg(Germany). The averaging period is summer (JJA) 2007. The left column shows
retrievals performed at LATMOS, the middle column shows retrievals performed at LISA, and the right column shows retrievals performed
at LPMAA. In parentheses we give the number of used coincidences in the average.
7 Results and discussion
In this section we describe the comparison between the
remotely-sensed ozone proﬁles and tropospheric columns
(IASI) with the in situ measured data (balloon sondes). The
comparison is threefold: (1) we compare mean proﬁles for
each sonde stations with the coincident mean IASI retrieved
proﬁles, (2) we compare the individual IASI partial columns
with their sonde equivalent, and (3) we investigate the statis-
tical distribution of the difference between IASI and sonde
partial columns.
7.1 Comparison of mean proﬁles
Figure 4a shows the mean proﬁles retrieved at LATMOS,
LISA, and LPMAA together with the mean sonde measure-
ments for two selected European sonde locations. The mean
sonde proﬁles convolved with the averaging kernels – the ex-
pected retrieved proﬁles ˆ x using Eq. (4) – is also given. For
the comparison with each retrieved proﬁle, the sonde pro-
ﬁle is convolved using the corresponding averaging kernels
and a priori proﬁles of each team. The averages are then
performed over the summer period 2007, using coincidences
which are cloud-free for the three teams. Figure 4b shows
the differences between the retrieved proﬁles and the sonde
proﬁles or the convolved sonde proﬁles for the three teams.
The variability (1σ) of the difference between the retrieved
proﬁle and the convolved sonde proﬁle is indicated as bars in
Fig. 4b. The comparison between the raw sonde and the con-
volved sonde proﬁles in Fig. 4a illustrates the effect of the
low vertical resolution of the IASI instrument. In particu-
lar, the details and the sharp changes near the tropopause are
largely smoothed and cannot be resolved by instruments of
IASI type. The comparison with the retrieved IASI proﬁles
shows a general better agreement for an altitude smaller than
8km, especially for the LATMOS retrieval (Fig. 4b). The
difference between the mean convolved sonde proﬁles and
the mean proﬁles retrieved at LATMOS is about 3% below
8km and about 13% on average between 8 and 14km for the
two stations presented in Fig. 4b. The differences are larger
for the comparison with the raw sonde proﬁles (from 12 to
27% on average below 8km and from 38 to 43% on average
above 8km) but they are only indicative because the vertical
resolution of the compared proﬁles is different (the proﬁles
do not represent similarly the same part of atmosphere). For
the LISA and LPMAA retrievals, the differences between
the lower and the upper part of the troposphere are less pro-
nounced. The difference between the mean convolved sonde
proﬁle and the mean proﬁles retrieved at LISA ranges from 1
to 5% below 8km and from 5 to 11% above 8km. The com-
parison with the raw sonde proﬁles leads to less differences
fortheLISAretrievals(from7to18%)comparedtotheLAT-
MOS retrievals and are relatively similar to the results ob-
tained with the convolved sondes. The difference between
Fig. 4a. Comparison between averages of retrieved IASI-proﬁles (red), interpolated sonde (black), and AK-smoothed sonde (blue) for two
European stations: Valentia (Ireland) and Lindenberg (Germany). The averaging period is summer (JJA) 2007. The left column shows
retrievals performed at LATMOS, the middle column shows retrievals performed at LISA, and the right column shows retrievals performed
at LPMAA. In parentheses we give the number of used coincidences in the average.
C. Keim et al.: IASI tropospheric ozone validation 11
Fig. 4b. Same as Fig. 4a, but with the differences (sonde - retrieval, black) and (AK-smoothed sonde - retrieval, red). The two left columns
show retrievals performed at LATMOS, the two middle columns show retrievals performed at LISA, and the two rights show retrievals
performed at LPMAA. On the left side (columns 1,3,5) we give the absolute differences, whereas on the right side (columns 2,4,6) the
relative differences are shown. The relative differences are given in percent and calculated with respect to the sonde proﬁles, i.e. (sonde
- retrieval)/sonde and (AK-smoothed sonde - retrieval)/AK-smoothed sonde. The colours of the relative differences are according to the
absolute differences. The bars give the variability (1σ) of the difference, not the errors associated with the proﬁles.
the mean convolved sonde proﬁle and the mean proﬁles re-
trieved at LPMAA ranges from 1 to 14% below 8km and
from 3 to 15% above 8km. The differences for the compar-
ison of these LPMAA retrievals with the raw sonde proﬁles
are similiar below 8km (from 1 to 13%) and higher above
8km (from 24 to 32%), compared to the difference to the
convolved sondes.
Figure 5a and Fig. 5b show the mean proﬁles retrieved at
LATMOS and LISA together with the mean sonde measure-
ments (raw and convolved) for the northern latitude sonde lo-
cations. The averaging periode is June 2007 to August 2008.
These ﬁgures also show that the LISA retrieval process (ap-
plication of Eq. 4) weakly affects the sonde proﬁle. The dif-
ferent behaviour between the two retrievals certainly arises
from the difference in the used regularisation and a priori as-
sumptions. TheLATMOSretrievalismoreconstrainedinthe
lower troposphere (Fig. 1) and then is likely more affected by
the bad-side effect of the smoothing (Eq. 4) discussed in sec-
tion6. Figure2illustratesthiseffectwiththeretrievedproﬁle
and the convolved sonde proﬁle pulled to the a priori proﬁle.
This effect is also likely partly responsible for the smaller
variability reported for the difference between the convolved
sonde proﬁles and the retrieved proﬁles. The regularisation
applied for the LISA retrievals leads to a smaller constraint
in the lower troposphere (Fig. 1) and the convolved sonde
proﬁle is less affected (Fig. 2). The constraint has been cho-
sen to optimise the sensitivity in the lower troposphere but
the counterpart of this rises in slightly larger errors in the
retrieval that take part of the larger variability visible in the
difference (Figs. 4b and 5b). It is interesting to note that the
difference between the sonde proﬁles and the retrieved pro-
ﬁles of both teams is largely correlated with the difference
between the sonde proﬁles and the a priori proﬁles used. The
larger difference observed in the upper troposphere for some
stations (Figs. 4b and 5b) can be related for most of the cases
to a difference between the a priori proﬁle and the sonde pro-
ﬁle too large in this altitude range. The ﬁrst guess and the
a priori proﬁle (identical in the retrievals) are too far from
the solution to allow a good retrieval (Fig. 3). Despite the
differences underlined above, the mean proﬁles retrieved by
LATMOS, LISA, and LPMAA are in good agreement with
the sonde proﬁles (5-25% on average). It is worth to recall
that the mean errors on the retrieved mixing ratios are about
30% and that the retrieval of tropospheric ozone from nadir
measurement is a challenge.
Fig. 4b. Same as Fig. 4a, but with the differences (sonde-retrieval, black) and (AK-smoothed sonde-retrieval, red). The two left columns
show retrievals performed at LATMOS, the two middle columns show retrievals performed at LISA, and the two rights show retrievals
performed at LPMAA. On the left side (columns 1,3,5) we give the absolute differences, whereas on the right side (columns 2,4,6) the
relative differences are shown. The relative differences are given in percent and calculated with respect to the sonde proﬁles, i.e. (sonde
- retrieval)/sonde and (AK-smoothed sonde - retrieval)/AK-smoothed sonde. The colours of the relative differences are according to the
absolute differences. The bars give the variability (1σ) of the difference, not the errors associated with the proﬁles.
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Fig. 5a. This ﬁgure shows the averaged proﬁles and differences for all mid-latitude stations processed by LATMOS and LISA. The averaging
period is 06.2007–08.2008. The three left columns show the retrievals performed at LATMOS, the three right columns show LISA. Each
packet of three columns is organised with the proﬁles in the left column, the absolut differences in the middle column, and the relative
differences in the right column. The relative differences are given in percent and calculated with respect to the sonde proﬁles, i.e. (sonde
- retrieval)/sonde and (AK-smoothed sonde - retrieval)/AK-smoothed sonde. The colours of the proﬁles are: retrieved IASI-proﬁles in red,
interpolated sonde in black, and AK-smoothed sonde in blue. The colours of the absolut differences are: sonde - retrieval in black and AK-
smoothed sonde - retrieval in red. The relative differences are coloured accordingly. In parentheses we give the number of used coincidences
in the average, the bars give the variability (1σ) of the difference.
7.2 Comparison of individual partial columns
To investigate the quality of the individual proﬁles, we com-
pared the “tropospheric” ozone columns of the different
retrievals and the sonde measurements. The tropospheric
columns here are deﬁned as the column from the surface
up to 223hPa (about surface–11km) and 478.54hPa (about
surface–6km), respectively. We have chosen the tropo-
spheric levels that are available for the EUMETSAT re-
trieval. The mean columnar ozone amount is about 40DU
and20DU,respectively, justifyingthechoiceofthecolumns.
The tropopause height is not considered in the selection of
the column heights. In most cases, only a small or no con-
tribution of the lowest stratosphere is in the column surface–
11km.
The degrees of freedom for the thicker column are about
one. In Fig. 6 we compare the columns retrieved at LATMOS
and at LISA with sonde columns for the mid-latitude stations
processed by LATMOS (see Table 2), and for the time period
from June 2007 to August 2008. Once again we compare the
IASI retrieved products with both the raw and the convolved
sonde data (Fig. 6). The comparison with the raw sonde
columnsshowsamediumagreement, especiallyforthelower
columns. The correlation coefﬁcient is relatively small for
the surface–6km columns (0.48 for the LATMOS retrievals
and 0.54 for the LISA retrievals) as well as the slope of
the linear regression (0.2 for LATMOS and 0.57 for LISA).
The agreement improveswhen comparing the surface–11km
columns that have a DOF close to unity and then more infor-
mation included in. The correlation coefﬁcient is then 0.66
forLATMOSand0.74forLISAandtheslopevaluesare0.53
and 0.98 for LATMOS and LISA, respectively. The compar-
ison with the convolved sondes shows a better agreement.
The correlation coefﬁcient ranges between 0.8 and 0.9 for
the surface–6 and surface–11km columns of both teams’ re-
trievals (Fig. 6). The slope is 0.82 and 0.84 for the surface–6
Fig. 5a. This ﬁgure shows the averaged proﬁles and differences for all mid-latitude stations processed by LATMOS and LISA. The averaging
period is 06.2007–08.2008. The three left columns show the retrievals performed at LATMOS, the three right columns show LISA. Each
packet of three columns is organised with the proﬁles in the left column, the absolut differences in the middle column, and the relative
differences in the right column. The relative differences are given in percent and calculated with respect to the sonde proﬁles, i.e. (sonde-
retrieval)/sonde and (AK-smoothed sonde-retrieval)/AK-smoothed sonde. The colours of the proﬁles are: retrieved IASI-proﬁles in red,
interpolated sonde in black, and AK-smoothed sonde in blue. The colours of the absolut differences are: sonde-retrieval in black and AK-
smoothed sonde-retrieval in red. The relative differences are coloured accordingly. In parentheses we give the number of used coincidences
in the average, the bars give the variability (1σ) of the difference.
to 222.94hPa, we compared the retrieved columns with the
integrated raw sonde proﬁle also from the surface up to
222.94hPa. We similarly calculated the columns from the
surface up to 478.54hPa and 132.49hPa.
6.1 Grid change from the ﬁne sonde grid to the coarse
retrieval grid
The retrievals are performed on a coarse grid, compared
to the sonde measurement. Therefore one cannot use the
raw sonde measurement xs,raw for xs in Eq. (4). Following
Rodgers (2000) we best approximate the sonde using Eq. (6).
xs =
 
WtW
−1
Wtxs,raw (6)
where xs,raw is the measured sonde proﬁle and W is the op-
erator for linear interpolation from the coarse retrieval grid
to the ﬁner sonde grid. The left side term xs in Eq. (6) is an
optimal approximated sonde proﬁle on the retrieval grid.
7 Results and discussion
In this section we describe the comparison between the
remotely-sensed ozone proﬁles and tropospheric columns
(IASI) with the in situ measured data (balloon sondes). The
comparison is threefold: (1) we compare mean proﬁles for
each sonde stations with the coincident mean IASI retrieved
proﬁles, (2) we compare the individual IASI partial columns
with their sonde equivalent, and (3) we investigate the statis-
tical distribution of the difference between IASI and sonde
partial columns.
7.1 Comparison of mean proﬁles
Figure 4a shows the mean proﬁles retrieved at LATMOS,
LISA, and LPMAA together with the mean sonde measure-
ments for two selected European sonde locations. The mean
sonde proﬁles convolved with the averaging kernels – the ex-
pected retrieved proﬁles ˆ x using Eq. (4) – is also given. For
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Fig. 5b. Same as Fig. 5a, but with other locations.
and surface–11km columns, respectively, for LATMOS and
0.89 and 0.94 for LISA. The better agreement when compar-
ing with the convolved sonde columns arises mainly because
products with similar vertical resolution are compared. That
is not the case when comparing with the raw sonde columns.
However, the bad-side effect of the smoothing (the convo-
lution) of the sonde proﬁles with the IASI averaging ker-
nels, that can bring the sonde to the a priori, likely plays a
signiﬁcant part in this better agreement. As we previously
explain this effect is certainly a little more present in the
LATMOS retrievals due to a stronger constraint to the a pri-
ori proﬁle. The larger correlation coefﬁcients compared to
LISA likely reﬂect this effect partially. As for the proﬁle
comparisons (section 7.1), the LISA retrievals compared to
the sonde show a larger variability than the LATMOS re-
trievals. This results from the constraint used in the LISA
retrievals that gives more freedom in the troposphere, espe-
cially the lower troposphere, but leads to a larger variability.
The comparisons performed on the individual columns and
on the mean proﬁles (previous section) suggest that on aver-
age (mean proﬁles) the two products (LATMOS and LISA)
have similar performances, on individual retrievals the LISA
products seem to be less affected by the bad-side effect of the
smoothing.
7.3 Statistical comparison of partial columns
We also studied the distribution of the partial column differ-
ences between the retrievals and the sonde measurements.
Figure 7 shows histogram plots for the retrievals of mid-
latitude coincidences performed at LATMOS and LISA for
the period from June 2007 to August 2008, and for the re-
trievals at EUMETSAT and LISA for the EUMETSAT v4.2
period from February 2008 to August 2008. We included all
Fig. 5b. Same as Fig. 5a, but with other locations.
the comparison with each retrieved proﬁle, the sonde pro-
ﬁle is convolved using the corresponding averaging kernels
and a priori proﬁles of each team. The averages are then
performed over the summer period 2007, using coincidences
which are cloud-free for the three teams. Figure 4b shows
the differences between the retrieved proﬁles and the sonde
proﬁles or the convolved sonde proﬁles for the three teams.
The variability (1σ) of the difference between the retrieved
proﬁle and the convolved sonde proﬁle is indicated as bars in
Fig. 4b. The comparison between the raw sonde and the con-
volved sonde proﬁles in Fig. 4a illustrates the effect of the
low vertical resolution of the IASI instrument. In particu-
lar, the details and the sharp changes near the tropopause are
largely smoothed and cannot be resolved by instruments of
IASI type. The comparison with the retrieved IASI proﬁles
shows a general better agreement for an altitude smaller than
8km, especially for the LATMOS retrieval (Fig. 4b). The
difference between the mean convolved sonde proﬁles and
the mean proﬁles retrieved at LATMOS is about 3% below
8km and about 13% on average between 8 and 14km for the
two stations presented in Fig. 4b. The differences are larger
for the comparison with the raw sonde proﬁles (from 12 to
27% on average below 8km and from 38 to 43% on average
above 8km) but they are only indicative because the vertical
resolution of the compared proﬁles is different (the proﬁles
do not represent similarly the same part of atmosphere). For
the LISA and LPMAA retrievals, the differences between
the lower and the upper part of the troposphere are less pro-
nounced. The difference between the mean convolved sonde
proﬁle and the mean proﬁles retrieved at LISA ranges from 1
to 5% below 8km and from 5 to 11% above 8km. The com-
parison with the raw sonde proﬁles leads to less differences
for the LISA retrievals (from 7 to 18%) compared to the
LATMOS retrievals and are relatively similar to the results
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Fig. 6. Comparison of the IASI-retrievals performed at LISA and LATMOS for mid-latitude stations for the period June 2007–August 2008.
The plots show the IASI derived columns versus the sonde columns. In the ﬁst line the columns surface–6km are given, in the second line
the columns surface–11km. The four left plots show the results for LATMOS, the right plots are for LISA. The plots indicated with ’no AK’
compare the IASI columns with the columns calculated from the raw sonde proﬁle, whereas the plots indicated ’AK’ compare IASI with the
columns derived from the sonde proﬁles convolved with the averaging kernels (Eq. 4).
Fig. 7. Bias(µ) and variability(σ) of the differences between the IASI-retrievals (LATMOS, LISA, and EUMETSAT) and the ozone son-
des, calculated from n coincidences for the three partial columns: surface–6km, surface–11km, and surface–14km. We show only the
histograms of the absolute differences with the raw sonde measurements. The ﬁtted normal distributions are given for the raw sonde com-
parison (red) and for the comparison with the AK-convolved sonde proﬁles (green). We refer to the text and to Table 3.
Fig. 6. Comparison of the IASI-retrievals performed at LISA and LATMOS for mid-latitude stations for the period June 2007–August 2008.
The plots show the IASI derived columns versus the sonde columns. In the ﬁst line the columns surface–6km are given, in the second line
the columns surface–11km. The four left plots show the results for LATMOS, the right plots are for LISA. The plots indicated with ’no AK’
compare the IASI columns with the columns calculated from the raw sonde proﬁle, whereas the plots indicated ’AK’ compare IASI with the
columns derived from the sonde proﬁles convolved with the averaging kernels (Eq. 4).
obtained with the convolved sondes. The difference between
the mean convolved sonde proﬁle and the mean proﬁles re-
trieved at LPMAA ranges from 1 to 14% below 8km and
from 3 to 15% above 8km. The differences for the compar-
ison of these LPMAA retrievals with the raw sonde proﬁles
are similiar below 8km (from 1 to 13%) and higher above
8km (from 24 to 32%), compared to the difference to the
convolved sondes.
Figure 5a and 5b show the mean proﬁles retrieved at LAT-
MOS and LISA together with the mean sonde measurements
(rawandconvolved)forthenorthernlatitudesondelocations.
The averaging periode is June 2007 to August 2008. These
ﬁgures also show that the LISA retrieval process (application
of Eq. 4) weakly affects the sonde proﬁle. The different be-
haviour between the two retrievals certainly arises from the
differenceintheusedregularisationandaprioriassumptions.
The LATMOS retrieval is more constrained in the lower tro-
posphere (Fig. 1) and then is likely more affected by the bad-
side effect of the smoothing (Eq. 4) discussed in Sect. 6. Fig-
ure 2 illustrates this effect with the retrieved proﬁle and the
convolved sonde proﬁle pulled to the a priori proﬁle. This ef-
fect is also likely partly responsible for the smaller variability
reported for the difference between the convolved sonde pro-
ﬁles and the retrieved proﬁles. The regularisation applied for
the LISA retrievals leads to a smaller constraint in the lower
troposphere (Fig. 1) and the convolved sonde proﬁle is less
affected (Fig. 2). The constraint has been chosen to optimise
the sensitivity in the lower troposphere but the counterpart
of this rises in slightly larger errors in the retrieval that take
part of the larger variability visible in the difference (Fig. 5a
and 5b). It is interesting to note that the difference between
the sonde proﬁles and the retrieved proﬁles of both teams
is largely correlated with the difference between the sonde
proﬁles and the a priori proﬁles used. The larger difference
observed in the upper troposphere for some stations (Fig. 5a
and 5b) can be related for most of the cases to a difference
between the a priori proﬁle and the sonde proﬁle too large
in this altitude range. The ﬁrst guess and the a priori proﬁle
(identical in the retrievals) are too far from the solution to al-
low a good retrieval (Fig. 3). Despite the differences under-
lined above, the mean proﬁles retrieved by LATMOS, LISA,
and LPMAA are in good agreement with the sonde proﬁles
(5–25% on average). It is worth to recall that the mean er-
rors on the retrieved mixing ratios are about 30% and that the
retrieval of tropospheric ozone from nadir measurement is a
challenge.
7.2 Comparison of individual partial columns
To investigate the quality of the individual proﬁles, we com-
pared the “tropospheric” ozone columns of the different
retrievals and the sonde measurements. The tropospheric
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Fig. 6. Comparison of the IASI-retrievals performed at LISA and LATMOS for mid-latitude stations for the period June 2007–August 2008.
The plots show the IASI derived columns versus the sonde columns. In the ﬁst line the columns surface–6km are given, in the second line
the columns surface–11km. The four left plots show the results for LATMOS, the right plots are for LISA. The plots indicated with ’no AK’
compare the IASI columns with the columns calculated from the raw sonde proﬁle, whereas the plots indicated ’AK’ compare IASI with the
columns derived from the sonde proﬁles convolved with the averaging kernels (Eq. 4).
Fig. 7. Bias(µ) and variability(σ) of the differences between the IASI-retrievals (LATMOS, LISA, and EUMETSAT) and the ozone son-
des, calculated from n coincidences for the three partial columns: surface–6km, surface–11km, and surface–14km. We show only the
histograms of the absolute differences with the raw sonde measurements. The ﬁtted normal distributions are given for the raw sonde com-
parison (red) and for the comparison with the AK-convolved sonde proﬁles (green). We refer to the text and to Table 3.
Fig. 7. Bias(µ) and variability(σ) of the differences between the IASI-retrievals (LATMOS, LISA, and EUMETSAT) and the ozone sondes,
calculated from n coincidences for the three partial columns: surface–6km, surface–11km, and surface–14km. We show only the histograms
of the absolute differences with the raw sonde measurements. The ﬁtted normal distributions are given for the raw sonde comparison (red)
and for the comparison with the AK-convolved sonde proﬁles (green). We refer to the text and to Table 3.
columns here are deﬁned as the column from the surface
up to 223hPa (about surface–11km) and 478.54hPa (about
surface–6km), respectively. We have chosen the tropo-
spheric levels that are available for the EUMETSAT re-
trieval. The mean columnar ozone amount is about 40DU
and20DU,respectively, justifyingthechoiceofthecolumns.
The tropopause height is not considered in the selection of
the column heights. In most cases, only a small or no con-
tribution of the lowest stratosphere is in the column surface–
11km.
The degrees of freedom for the thicker column are about
one. In Fig. 6 we compare the columns retrieved at LATMOS
and at LISA with sonde columns for the mid-latitude stations
processed by LATMOS (see Table 2), and for the time period
from June 2007 to August 2008. Once again we compare the
IASI retrieved products with both the raw and the convolved
sonde data (Fig. 6). The comparison with the raw sonde
columnsshowsamediumagreement, especiallyforthelower
columns. The correlation coefﬁcient is relatively small for
the surface–6km columns (0.48 for the LATMOS retrievals
and 0.54 for the LISA retrievals) as well as the slope of
the linear regression (0.2 for LATMOS and 0.57 for LISA).
The agreement improves when comparing the surface–11km
columns that have a DOF close to unity and then more infor-
mation included in. The correlation coefﬁcient is then 0.66
forLATMOSand0.74forLISAandtheslopevaluesare0.53
and 0.98 for LATMOS and LISA, respectively. The compar-
ison with the convolved sondes shows a better agreement.
The correlation coefﬁcient ranges between 0.8 and 0.9 for
the surface–6 and surface–11km columns of both teams’ re-
trievals (Fig. 6). The slope is 0.82 and 0.84 for the surface–6
and surface–11km columns, respectively, for LATMOS and
0.89 and 0.94 for LISA. The better agreement when compar-
ing with the convolved sonde columns arises mainly because
products with similar vertical resolution are compared. That
is not the case when comparing with the raw sonde columns.
However, the bad-side effect of the smoothing (the convo-
lution) of the sonde proﬁles with the IASI averaging ker-
nels, that can bring the sonde to the a priori, likely plays a
signiﬁcant part in this better agreement. As we previously
explain this effect is certainly a little more present in the
LATMOS retrievals due to a stronger constraint to the a pri-
ori proﬁle. The larger correlation coefﬁcients compared to
LISA likely reﬂect this effect partially. As for the proﬁle
comparisons (section 7.1), the LISA retrievals compared to
the sonde show a larger variability than the LATMOS re-
trievals. This results from the constraint used in the LISA
retrievals that gives more freedom in the troposphere, espe-
cially the lower troposphere, but leads to a larger variability.
The comparisons performed on the individual columns and
on the mean proﬁles (previous section) suggest that on aver-
age (mean proﬁles) the two products (LATMOS and LISA)
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Fig. 8. Bias(µ) and variability(σ) of the differences between the columns from the surface up to about 11km from the LISA-retrievals and
the sonde measurements for the four seasons, calculated from n coincidences.
IASI proﬁles in the statistic, which have been processed by
the individual teams and passed their own cloud-ﬁlters. No
averaging kernels and a priori proﬁles are available for the
neural network retrieval performed by EUMETSAT. Because
we want to show equal treatment of all retrievals, we have not
done any convolution of the sonde measurement, also for the
comparisons with the retrievals of LATMOS and LISA. The
statistical parameters (mean and 1σ variability) are derived
assuming a Gaussian distribution and summarised in Table 3.
For LISA and LATMOS retrievals we derived also the statis-
tics for the differences to the convolved sonde proﬁles. We
overplotted the histograms (green curve in Fig. 7) with these
distributions and list their parameters in Table 3.
If one compares the numerical inversions (LATMOS and
LISA) with the raw sonde data, the bias (that represents
an estimate of the systematic error) is positive and ranges
between 5.5 and 13.5% for the surface–6km columns. It
becomes negative and less than 1% for the surface–11km
columns. The bias remains negative for the surface–14km
columns and ranges between 4 and 7%. The variability that
represents an estimate of the random error (including both
the error of the retrieval and the error of the sonde measure-
ment) is larger for the LISA retrieval both for the surface–
6 and the surface–11km columns. This is again related to
the weaker constraint in the lower troposphere in the LISA
retrieval that brings more DOF but also slightly more vari-
ability and errors. Another difference between the two com-
parisons (LATMOS and LISA) that can explain also a part
of the larger variability in the LISA products is the larger
number of stations considered in the comparisons. The vari-
ability values(Table 3) are howeverconsistent with the errors
(retrieval and sonde) for the retrievals of both teams. When
comparing with the convolved sonde columns, the bias re-
mains similar for LISA retrievals but is signiﬁcantly changed
for the LATMOS retrievals. The bias is in particular reduced
for the lower columns (from 13.5% to 1.3%) and increased
for the surface–11km columns (from 0.8% to 5.6% in abso-
lute). The variability of the differences is reduced for both
teams’ retrievals (Table 3). The variability of LISA remains
consistent with the mean errors on the columns whereas the
variability of LATMOS is much lower, especially for the
surface–6km columns (Table 3) and reveals the bad-side ef-
fect of the sonde convolution that can reduce artiﬁcially the
variability and improve the agreement between the different
datasets compared.
Nevertheless, the retrievals at LATMOS and LISA have
small biases for the tropospheric columns (less than 2DU,
less than 10%) compared to the mean errors in the columns,
and the variability is consistent with the expected error
budget. In contrast, the retrieval at EUMETSAT shows a
large negative bias of about 5.5DU for the two tropospheric
columns (Table 3). This is in agreement with the valida-
tion study made by Oduleye et al. (2008), but greater than
the target accuracy. We limited the comparison with LISA
retrievals on the same period as the comparison with EU-
METSAT (4th line in Table 3), to exclude seasonal effects
or other problems that could have taken place during this
special time. The retrieval at LISA shows a random er-
ror distribution of Gaussian-type (Fig. 7) whereas the dis-
tribution obtained with the EUMETSAT retrievals deviates
from a normal-distribution especially for the surface–6km
columns. Moreover, the mean difference between the LISA
retrieval and the sonde for this time period is much lower
than for EUMETSAT comparison, especially for the lowest
partial column (Table 3). Both bias and variability of LISA
are consistent with the results for the entire validation period.
The comparison of the columns from the surface up to 14km
shows a similar quality of the EUMETSAT, LATMOS, and
Fig. 8. Bias(µ) and variability(σ) of the differences between the columns from the surface up to about 11km from the LISA-retrievals and
the sonde measurements for the four seasons, calculated from n coincidences.
have similar performances, on individual retrievals the LISA
products seem to be less affected by the bad-side effect of the
smoothing.
7.3 Statistical comparison of partial columns
We also studied the distribution of the partial column differ-
ences between the retrievals and the sonde measurements.
Figure 7 shows histogram plots for the retrievals of mid-
latitude coincidences performed at LATMOS and LISA for
the period from June 2007 to August 2008, and for the re-
trievals at EUMETSAT and LISA for the EUMETSAT v4.2
period from February 2008 to August 2008. We included all
IASI proﬁles in the statistic, which have been processed by
the individual teams and passed their own cloud-ﬁlters. No
averaging kernels and a priori proﬁles are available for the
neural network retrieval performed by EUMETSAT. Because
we want to show equal treatment of all retrievals, we have not
done any convolution of the sonde measurement, also for the
comparisons with the retrievals of LATMOS and LISA. The
statistical parameters (mean and 1σ variability) are derived
assuming a Gaussian distribution and summarised in Table 3.
For LISA and LATMOS retrievals we derived also the statis-
tics for the differences to the convolved sonde proﬁles. We
overplotted the histograms (green curve in Fig. 7) with these
distributions and list their parameters in Table 3.
If one compares the numerical inversions (LATMOS and
LISA) with the raw sonde data, the bias (that represents
an estimate of the systematic error) is positive and ranges
between 5.5 and 13.5% for the surface–6km columns. It
becomes negative and less than 1% for the surface–11km
columns. The bias remains negative for the surface–14km
columns and ranges between 4 and 7%. The variability that
represents an estimate of the random error (including both
the error of the retrieval and the error of the sonde measure-
ment) is larger for the LISA retrieval both for the surface–
6 and the surface–11km columns. This is again related to
the weaker constraint in the lower troposphere in the LISA
retrieval that brings more DOF but also slightly more vari-
ability and errors. Another difference between the two com-
parisons (LATMOS and LISA) that can explain also a part
of the larger variability in the LISA products is the larger
number of stations considered in the comparisons. The vari-
ability values (Table 3) are however consistent with the errors
(retrieval and sonde) for the retrievals of both teams. When
comparing with the convolved sonde columns, the bias re-
mains similar for LISA retrievals but is signiﬁcantly changed
for the LATMOS retrievals. The bias is in particular reduced
for the lower columns (from 13.5% to 1.3%) and increased
for the surface–11km columns (from 0.8% to 5.6% in abso-
lute). The variability of the differences is reduced for both
teams’ retrievals (Table 3). The variability of LISA remains
consistent with the mean errors on the columns whereas the
variability of LATMOS is much lower, especially for the
surface–6km columns (Table 3) and reveals the bad-side ef-
fect of the sonde convolution that can reduce artiﬁcially the
variability and improve the agreement between the different
datasets compared.
Nevertheless, the retrievals at LATMOS and LISA have
small biases for the tropospheric columns (less than 2DU,
less than 10%) compared to the mean errors in the columns,
and the variability is consistent with the expected error
budget. In contrast, the retrieval at EUMETSAT shows a
large negative bias of about 5.5DU for the two tropospheric
columns (Table 3). This is in agreement with the valida-
tion study made by Oduleye et al. (2008), but greater than
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Table 3. Summary of the statistics of the distribution of the differences between ozone partial columns retrieved from IASI and from sonde
measurements. For the different teams, we present the average (µ) and the standard deviation (σ) for both, the comparison of IASI with the
raw sonde proﬁles and with the sonde proﬁle convolved with the averaging kernels. A graphical presentation of the statistics is shown in
Fig. 7
with raw sonde with convolved sonde
team time period surface–6km surface–11km surface–14km surface–6km surface–11km surface–14km
sonde selection µa σa µ σ µ σ µ σ µ σ µ σ
LISA 6.07–8.08 [DU] 1.4 4.7 −0.3 7.8 −2.1 9.5 1.0 3.4 0.5 6.7 −2.1 9.4
all mid-latitude sondes [%] 5.5 24.1 −0.9 22.0 −4.1 16.3 4.8 18.0 1.1 17.8 −4.1 15.7
LATMOS 6.07–8.08 [DU] 3.5 4.2 0.3 6.0 −2.6 8.0 0.3 1.1 −1.7 3.5 −3.9 6.4
selectedb mid-lat. sondes [%] 13.5 17.7 0.8 17.6 −6.7 15.6 1.3 6.1 −5.6 10.5 −8.4 11.6
EUMETSAT 2.08–8.08 [DU] −5.5 5.7 −5.3 6.9 −3.5 9.5 − − − − − −
all mid-latitude sondes [%] −26.3 27.1 −14.0 18.1 −7.5 17.1 − − − − − −
LISA 2.08–8.08 [DU] 0.5 4.8 −2.8 6.9 −2.8 8.7 −0.2 3.4 −2.1 6.0 −5.1 8.0
all mid-latitude sondes [%] 2.3 22.4 −7.7 18.9 −4.9 14.8 −2.3 16.5 −6.0 15.8 −8.4 13.8
a the distribution of (sonde-IASI) is assumed to be Gaussian with µ: mean and σ: standard deviation;
b e.g. the upper part in Table 2.
the target accuracy. We limited the comparison with LISA
retrievals on the same period as the comparison with EU-
METSAT (4th line in Table 3), to exclude seasonal effects
or other problems that could have taken place during this
special time. The retrieval at LISA shows a random error
distribution of Gaussian-type (Fig. 7) whereas the distribu-
tion obtained with the EUMETSAT retrievals deviates from a
normal-distribution especially for the surface–6km columns.
Moreover, the mean difference between the LISA retrieval
and the sonde for this time period is much lower than for
EUMETSAT comparison, especially for the lowest partial
column (Table 3). Both bias and variability of LISA are
consistent with the results for the entire validation period.
The comparison of the columns from the surface up to 14km
shows a similar quality of the EUMETSAT, LATMOS, and
LISA retrievals with a bias of about 3DU and a variability of
about 16%.
To test the dependency on seasonal atmospheric varia-
tions, we made individual histograms for the columns from
the surface up to 11km for the four seasons (Fig. 8). The
retrieval at LISA has a small dependency on the seasons,
with small but varying biases and standard deviations be-
ing a little bit higher in winter and spring than in summer
and autumn. Interpreting the bias as expectation value of
a normal-distribution, the associated error (e.g. for DJF) is
σµ=σ/
√
n=8.5DU/
√
194=0.6DU. This may partly ex-
plain the variability of the biases.
7.4 Seasonal variations of the LISA partial columns
In Fig. 9 we show all the individual columns (LISA retrievals
and unconvolved sonde measurements, red and blue sym-
bols, respectively)groupedinmonthsandlatitudebandsasin
the Labow, Logan, McPeters (LLM) climatology (McPeters
et al., 2007). We give also the monthly means (coloured
lines), the column of the a priori proﬁle (dashed black line),
and the climatological means with their variability (3σ, black
line with bars). Note in particular that the retrievals at LISA
are not sticking at the constant a priori and reproduce well
the annual variation of ozone in the mid-latitudes. The dis-
persion of the retrieved value for each month is consistent
with the variability prescribed by the climatology.
8 Conclusions
In this study we have compared the IASI ozone retrieval of
three research teams and from the (pre-)operational and ofﬁ-
cial processing at EUMETSAT to a large set of ozone sondes
proﬁles at northern mid-latitudes. The goal was to quantify
the systematic and the random errors of the different algo-
rithms. The difference of the retrieved proﬁles to the son-
des proﬁles contains three kinds of errors: the measurement
error of the ozone sonde (5–10%), the retrieval error (20–
40%) and the error of the a priori proﬁle. The application of
the retrieval operator to the sonde proﬁle prior to the differ-
ence eliminates the a priori error. In the case of the retrieval
at LISA the a priori error is quite small (less than 1DU in
average, for all partial columns). Compared to the retrieval
at LISA, the stronger regularisation of the retrieval at LAT-
MOS leads to a smaller variability in the comparison with
the convolved sonde proﬁles (e.g. 6.1% for LATMOS in-
stead of 17.7% for LISA, for the columns surface–6km),
but to a higher bias in the comparison with the raw sondes
(e.g. 3.5DU for LATMOS instead of 0.3DU for LISA, also
for the columns surface–6km). The systematic bias of the
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LISA retrievals with a bias of about 3DU and a variability of
about 16%.
To test the dependency on seasonal atmospheric variations,
we made individual histograms for the columns from the
surface up to 11km for the four seasons (Fig. 8). The
retrieval at LISA has a small dependency on the seasons,
with small but varying biases and standard deviations be-
ing a little bit higher in winter and spring than in summer
and autumn. Interpreting the bias as expectation value of
a normal-distribution, the associated error (e.g. for DJF) is
σµ = σ/
√
n = 8.5DU/
√
194 = 0.6DU. This may partly
explain the variability of the biases.
7.4 Seasonal variations of the LISA partial columns
In Fig. 9 we show all the individual columns (LISA retrievals
and unconvolved sonde measurements, red and blue sym-
bols, respectively)groupedinmonthsandlatitudebandsasin
the Labow, Logan, McPeters (LLM) climatology (McPeters
et al., 2007). We give also the monthly means (coloured
lines), the column of the a priori proﬁle (dashed black line),
and the climatological means with their variability (3σ, black
line with bars). Note in particular that the retrievals at LISA
are not sticking at the constant a priori and reproduce well
the annual variation of ozone in the mid-latitudes. The dis-
persion of the retrieved value for each month is consistent
with the variability prescribed by the climatology.
8 Conclusions
In this study we have compared the IASI ozone retrieval of
three research teams and from the (pre-)operational and ofﬁ-
cial processing at EUMETSAT to a large set of ozone sondes
proﬁles at northern mid-latitudes. The goal was to quantify
the systematic and the random errors of the different algo-
rithms. The difference of the retrieved proﬁles to the son-
des proﬁles contains three kinds of errors: the measurement
error of the ozone sonde (5–10%), the retrieval error (20–
40%) and the error of the a priori proﬁle. The application of
the retrieval operator to the sonde proﬁle prior to the differ-
ence eliminates the a priori error. In the case of the retrieval
at LISA the a priori error is quite small (less than 1DU in
average, for all partial columns). Compared to the retrieval
at LISA, the stronger regularisation of the retrieval at LAT-
MOS leads to a smaller variability in the comparison with
the convolved sonde proﬁles (e.g. 6.1% for LATMOS in-
stead of 17.7% for LISA, for the columns surface–6km),
but to a higher bias in the comparison with the raw sondes
(e.g. 3.5DU for LATMOS instead of 0.3DU for LISA, also
for the columns surface–6km). The systematic bias of the
retrieval at LISA shows a small dependency on the season,
whereas the bias is generally small (less than 3DU for the
columns from the surface up to 223hPa). The variability
(17.8% for the columns from the surface up to 223hPa ) is
Fig. 9. Annual variability of the ozone column from the surface up
to 223hPa for different northern latitude bands. We show the indi-
vidual measurements (symbols) together with the means (lines). We
give the sonde measurements (blue), the IASI-retrieval performed
at LISA (red), and the Labow, Logan, McPeters (LLM) climatology
(McPeters et al., 2007, black). The bars indicate the variability (3σ)
given in the climatology. The dashed line indicates the column of
the a priori proﬁle. The number of used coincidences is n.
consistent with the upper bound of the estimated combined
error (11–18%) of the retrieval (10–15%) and the sonde (5–
10%). For the compared cases, the proﬁle retrievals at LAT-
MOS, LISA, and LPMAA show no signiﬁcant differences.
This indicates that the achievable retrieval quality, which is
limited by atmospheric and instrumental properties, is ob-
tained for these retrievals. The comparisons performed on
the individual columns (section 7.2 and 7.3) and on the mean
proﬁles (section 7.1) suggest that on average (mean proﬁles)
thethreeproducts(LATMOS,LISA,andLPMAA)havesim-
ilar performances but on individual retrievals the LISA and
LPMAA products seem to be less affected by the bad-side
effect of the smoothing. The retrieval at EUMETSAT is still
in a pre-operational developing phase. In the comparison we
used the v4.2 version, which was applied to the data until
11 August 2008. The EUMETSAT tropospheric columns are
higher than the sonde columns by more than 5DU on aver-
age with a variability of about 20%. This is slightly worse
than the target accuracy. The EUMETSAT columns from
the surface up to 14km show a similar quality to LATMOS
Fig. 9. Annual variability of the ozone column from the surface up
to 223hPa for different northern latitude bands. We show the indi-
vidual measurements (symbols) together with the means (lines). We
give the sonde measurements (blue), the IASI-retrieval performed
at LISA (red), and the Labow, Logan, McPeters (LLM) climatology
(McPeters et al., 2007, black). The bars indicate the variability (3σ)
given in the climatology. The dashed line indicates the column of
the a priori proﬁle. The number of used coincidences is n.
retrieval at LISA shows a small dependency on the season,
whereas the bias is generally small (less than 3DU for the
columns from the surface up to 223hPa). The variability
(17.8% for the columns from the surface up to 223hPa) is
consistent with the upper bound of the estimated combined
error (11–18%) of the retrieval (10–15%) and the sonde (5–
10%). For the compared cases, the proﬁle retrievals at LAT-
MOS, LISA, and LPMAA show no signiﬁcant differences.
This indicates that the achievable retrieval quality, which is
limited by atmospheric and instrumental properties, is ob-
tained for these retrievals. The comparisons performed on
the individual columns (Sect. 7.2 and 7.3) and on the mean
proﬁles (section 7.1) suggest that on average (mean proﬁles)
thethreeproducts(LATMOS,LISA,andLPMAA)havesim-
ilar performances but on individual retrievals the LISA and
LPMAA products seem to be less affected by the bad-side
effect of the smoothing. The retrieval at EUMETSAT is still
in a pre-operational developing phase. In the comparison we
used the v4.2 version, which was applied to the data until
11 August 2008. The EUMETSAT tropospheric columns are
higher than the sonde columns by more than 5DU on aver-
age with a variability of about 20%. This is slightly worse
than the target accuracy. The EUMETSAT columns from
the surface up to 14km show a similar quality to LATMOS
and LISA retrievals with a bias of about 3DU and a vari-
ability of about 17%. EUMETSAT changed the training of
the neural network (August et al., 2008) to enhance the re-
trieval quality. The validation of the subsequent version v4.3
(in use until January 2009) is an ongoing process and can not
be presented in this study due to the insufﬁcient number of
available sonde data for this period.
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